
Rockwell ER Program (10/12/89) 
Rocky Flats Plant 

ER PROGRAM DATA ASSESSMENT 
SUMMARY REPORT FORM 

Batch No. E88-3369/4th Ouarter 1988 

Laboratory Rockwell 88 1 - General Labs 

Method L-Procedures 

Sample Numbers TB(10-18), FB(10-18). 45-87,52-87,70-86. TB(10-20). FB(10-20). 2-87.56-86.56-86D. 

Site Area 2 - 881 Hillside 

No. of Samples/Matrix 20/Water 

Reviewer Org. TechLaw. Inc. 

69-86.62-86.4-87,5-87, TB(10-25). FB(10-25). 9-74, 10-74, 8-87.3-87 

Data Assessment Summarv 

Nitrate 
Alkalinity Chloride /Nitrite Sulfate Gravimetric 

1. Holding Times A V V V A 

2. Calibrations V A A A V 

3. Blanks A A A A A 

4. Lab Control Sample A V V V A 

5. Duplicate Sample V V V V V 

6. Matrix Spike Sample V X X X V 

7. Sample Verification V V V X X 

Results 

Results 

Results 

8, Other QC V V V V V 

9. Overall Assessment A A A A A 

Comments 

TDS. Alkalinity times not met 

Insufficient number performed 

Insufficient number performed 

Not performed 

Not performed 

Transcription errors 

Data acceptable with qual&cations 

V = Data had no problems. 
A = Data acceptable but qualified due to problems. 
R = Data rejected. 
X = Problems, but do not affect data. 

Data Quality: Data contained in this batch were reviewed and found to be acceptable with qualifications. Acceptable, 

aualified data may be used urovided that individual values impacted by the "Action Items" listed below are approuriately flanged. 



\ 

Action Items: 1) Positive TDS values are estimated (J) and nondetect values are reiected (R) for all samules 

exceDt 3-87 because holding times were mosslv exceeded. 

2) Positive Alkalinity values are estimated CJ) and non-detect values are estimated (UJ) for all samules because 

blanks were not analvzed with the ~ m ~ l e s .  

3) Positive Nitrate and Chloride values are estimated (J) and non-detect values are estimated CVJl for all samples 

because only one calibration verification was uerformed. 

4) Positive Sulfate values for all samples are estimated (J) because blanks were not analyzed with the samules. 

5) The wsitive TDS values for all samules are estimated CJ) because the laboratory control samule was not 

6) Non-detect Nitrate values for 8-87.3-87.70-86, TBC10/25), and FB(10/25) are reiected because of 

negative bias in the blank. 

Comments: 1) No suikes were analyzed. 

Note: Data Summary Tables are attached. 
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